{RECEWED

By Carol Day at 9:41 am, Jun 17, 201.

)

.. MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
,\ STATE PUBLIC HEALTH LABORATORY
,.J;’ BREATH ALCOROL PROGRAM

" j".:.;,r."\‘v DATAMASTER MAINTENANCE REPORT AEPORT 46

Complele this report af the time of the reguiar monlhly preventive maintenance chack {(not 10 exceed 35 days).
Caomplate this report whenevar the Instrument Is serviced of repalred and whenaver it Is placed Into service.
Retain the original and send a copy within 15 days ta the Breath Alcohol Program, DHSS.

OATAMAS FEH SH HAME OF AGENGY DATE OF INSPEGTION
204109 GHQ Radic Shap 06/13/2013
FOCATION OF INSTRUMENT {STREET AND CITY) - TAIE OF INSPECTION T
2920 North Shamrock Road, Jefferson City 07:14

CHECKLIST: Place a mark in the hox by each llem if found lo ba satisfactory or if operating within astablished limis. (Write in observed values
where determined.} Unmarked ilems must be correcled before using instrument,

[Vl DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from prinloul) 06/13/2013 @ 07:14___
COMPUTER DETECTOR
PROGRAM FILTERS .
HEATERS SAMPLE CHAMBER _____*49°C "QUARTZ STANDARD
FLOW DETECTOR V| CALIBRATION

[ PUMP HIGH SPEED PRINTER

INDICATOR LIGHTS

V] SIMULATOR SOLUTION SUPPLIER _ Guth Laboratories _  LOT# 11220 EXP DATE .. 102472013

SIMULATOR TEMP (34°C £ 0.2°C) *34.00°C SIMULATORSN . __ DRS376  gxp pate _ 04/15/2014

CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run Ihres tesls using a slandard solulion. All three lests must be wilhin +5% of the standard value and must have a spread of .005 or
tess. Mark the box corresponding 1o the standard solution being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
["10.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
{] 0.040% STANDARD - MUST READ BETWEEN 0.028% AND 0.042% INCLUSIVE

TEST | & .099 TEST 2 & 089 TEST3 & .099

PERFORM R.F.l. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{00 NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |{D-.04) 0 {.05-.09) 0 {10-14) 0 {.15-.18} 0 OVER .19 0

LIST AKY HEW PARTS AND BESCRIBE ANY ALTERATION OR MODIFICATION THAY WAS MADE T¢ AESTORE THE INSTRUMENT 10 OFERATE SATISFAGTORILY AND WITHIH ESTABLISHED LIMITS
{USE OTHER SIDE IF HECESSARY).

Adjusted flow rate voltages.

INSPECTING OFFICER RN SR B e S
SIGNATURE - PRINT FULL NAME

» Dewayne D, Carver
TELEPHONE NUMBER
230101 05/28/2015 (573) 751-4722
AETURN COMPLETED REPORT TO THE: Brealh Alcohol Program, MO Departmenl of Heallh and Senior Services, Southeast District Office

2875 James Blvd.

Poplar Blulf, MO 63901

Y -
MO 580- 1468 12-04) AN £OUAL OFPOTITLHIT YAAT FEIMALLT ACTION EMPLOYER 1AD-116
gesviced v 00 b nopvhasrmatory ey




GUTH LABORATORIES, INC.

£80 KORTH 67th 8TREET_ ¢ HARRISBURG, PA 17111- 4511 ® TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 11220 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 27, 20[1., using a Perkin Elmer Gas
Chromatograph Autosystem XL S$/N: 610N9030209, and -found to contain
0.1205% (w/vol) ethyl alcohol. The expiration date for this lot |
~ number is October 24,2013 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this soluiion will give a breath alcohol

analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances,.

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability: : .

Testing was conducted using Cerilliant Reference Standard lot number FNI02408-02 whose
values are traceable (o NIST. '

All balances are calibrated annually by an autside agevicy nsing NIST (raceable weights.
Calibration verification Is done prior v cach use wtitizing NIST traceable weights.



FACE THIS SIDE DOWN - THIS EDGE IN FIRST
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FACE THIS SIDE DOWN - THIS EDGE IN FIRST FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

BAC DataMaster
Evidence Ticket

MIZIOURT STATE HIGHWAY FPATROL

MIZEOURT STRTE HIGHWAY FATROL ) URT TE_HIGHUR Ui )
BAC DATAMASTER SERIAL HUMBER 204169 BAC DATAMASTER ._:.E(E.El}-I‘LF‘HLinBEF o FaY
’ E oW Sl b fBEs1 3013

TEETING OFFICER: ‘
CARVER < DEWAYHE-T1
OFFICER I.ILG R41
FERMIT MUHMEER: 22816817
EAPIRATION. BIATE: 8522715
MISCELLAHEOUS DATA:
- 189 YAFOE RCCURACY CHECK
GUTH LAE: LOT 11289 E“P 1242815

~—— ‘HFEF“I_UP MODE v

RREERET TIME: O&:@a
SURIECT NAME:
#
I0E: #isgismi EEHI M
STHTEAD. L.+ HiA7R
ARREETIHG OFFICER:
oW ' '
FFICER LR, H
TESTING OFFICER:
CARVER-TIEWRYNEST
OFFICER 1.D.: 4}
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EXTERMAL STHMEARD 533 @7eiv SET rEeT '

BLAHK TEST . B CEFELY ; -
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BLAHE TEST . B griin | | == BREATH AHALYZIS
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